[A comparative study of various methods of measuring intraocular pressure].
The authors compare measurement of intraocular pressure by aplanation, impression and contact-free tonometry. They draw attention to the advantages of contact-free tonometry in screening of glaucoma which is a reliable, rapid and simple method.